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* @ Face masks must be worn Orange side out. No mask completely eliminates the risk of contamination from blood or body fluids. wal O&M Halyard, Inc., 9120 Lockwood Blvd., Mechanicsville, VA 23116 ? s eae d National Institute for ee | ae 
La face orange des masques doit étre vers l’extérieur. Aucun masque n’élimine totalement le risque de contamination par le sang ou les liquides organiques. In USA, please call 1-844-425-9273 « halyardhealth.com & Mechanicsville, VA 23116 MOSH | ey A LVA [2 D Fl A LVA | D 
a.) Orangefarbene Seite der Maske mu8 nach auBen gerichtet sein. Keine Maske kann das Risiko einer Kontamination durch Blut oder K6rperfliissigkeiten vollstandig EC]REP] ArcRoyal Unlimited Company, Virginia Road, Kells, Co Meath, Ireland = In USA, please call 1-844-425-9273 : 
as sassihliohen: ® O&M Halyard Belgium BVBA, Berkenlaan 8B, 1831 Machelen (Brab.), Belgium “ng “halyardhealth.com ‘ | 
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FLUIDSHIELD* SUSERSETE O&M Halyard Japan lel Set This respirator is only approved in the following configuration: 


RrBeKSAR2-6-3 SER7OY ka27—12%8 


® Las mascarillas deben usarse con el lado anaranjado hacia afuera. Ninguna mascarilla evita completamente el riesgo de contaminacidn con sangre o liquidos corporales. 
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1 @ Masky na tvat se musi nosit oranzovou stranou ven. Zadnd maska neznamend kompletni odstranéni rizika kontaminace krvi nebo télesnymi tekutinami. | Cautions and Limitations? 
| Operationsmasken skal beeres med den orange side udad. Masker kan ikke eliminere risiko for blod- og legemsvaeskekontaminering. *Registered Trademark or Trademark of O&M Halyard, Inc,, or its affiliates. i Sen aaa 46767 76767 Po ee we ll 
l @ Naomaskituleb kanda oranii kiiljega valjapoole. Uhegi maskiga ei saa taielikult valistada vere ja kehavedelikega kontamineerumise ohtu. The COLOR ORANGE is a Registered Trademark or Trademark of O&M Halyard, Inc., | 
: ® Ot pdoxes mpoowmov npénet va popiouvtat pe thy MoptoKadi mevpd npoc ta é€w. Kapia waoka dev expndevicel tedeiwc tov kivduvo pdduvanc and aipa  owpariKd vypd. or its affiliates. © 2018. All rights reserved. " 84A-7523 ABCJMNOS 
| @ Lamascherina deve essere indossata con il lato arancione rivolto verso 'esterno. Nessuna mascherina elimina completamente il rischio di contaminazione da sangue oliquidi corporei. 01-HM-723-0-00 / 70216870 | 
@® Sejas maskas ir javalka ar oranZo pusi uz aru. Neviena maska pilntba neizslédz saindésanas risku ar asinim vai kermena Skidrumiem. 1. PROTECTION: 
| I 
| oleh a pial See ee me eee a _ oo a ei ste coats eats é | N95-Particulate Filter (95% filter efficiency level) effective against particulate aerosols free of oil; Masque chirurgical et respirateur a filtre a particules N95 FLUIDSHIELD* 3 avec Safety Seal et doublure SO SOFT*, orange, Osteen are) ECCS CC Ras UE CERNE LEVEE eMC Me TULL nine Ae si 4 Damm bee} 
: Maske za lice moraju se nositi tako da je naranéasta strana okrenuta prema van. Nijedna maska ne pruza potpunu zastitu od mogucnosti kontaminacije krv|ju ili tjelesnim tekucinama. : time use restrictions may apply. taille normale ASTM F2101: BFE > 98% eR darter errr cre 
| = sr ee anal iar vent Eyelets ieee i Peis feat au aim elie sapnanla ‘ atacs | 2. CAUTIONS AND LIMITATIONS: FLUIDSHIELD* 3 N95 Partikelfilter- und OP-Maske mit Safety Seal und SO SOFT*-Futter, orange, StandardgroBe ASTM F2299: PFE > 98% @ 0.1 micron G@) Respirator FLUIDSHIELD* 3 N95 s Casticovym filtrom a chirurgickou maskou, tesnenim Safety Seal a vlozkou 
x @ |l-maskri tal-wicc iridu jintlibsu bin-naha |-Orangjo fug barra. L-ebda maskra ma telimina kompletament ir-riskju ta’ kontaminazzjoni mid-demm jew minn fluwidi tal-gisem. 1 ee " Ra b " A+1 2 
| Cady fet galaatsmnaster metde ocangasajde nar bulten. Geen ankel maser suit Kans op blbed- of locket tbesmetting woledig ak | A. Not for use in atmospheres containing less than 19.5% oxygen. Pecnupatop c npoTuBonpaxoB duntbp FLUIDSHIELD* 3 N°95 u xupyprnyecka macka cbc Safety Seal v nognnata SO SOFT*, 16 CFR Part 1610: Flame Spread = Class 1 OCW A oa R LCi 
1 wainauicdeealinikeainea Hie ‘ Find aiclniverfellaes Bel pea ae k 1 B. Not for use in atmospheres immediately dangerous to life or health. OCs mac c al @ FLUIDSHIELD* 3 N95 respirator s filtrom za delce in kirurska maska in Safety Seal in SO SOFT* oblogo, 
I ai i ke oa Snore : enut Ingen oe 7 - ef a pel iOe cts ee i ore i a ce eceaal I C. Do Not exceed maximum use concentrations established by regulatory standards. ® Mascarilla respiratoria y quirirgica FLUIDSHIELD* 3 con filtro de particulas N95, sello Safety Seal y forro SO SOFT*, FLUIDSHIELD* 3 N95 filter za zaStitu disnog sustava i kirurska maska sa filmom za bezbjedno zaptivanje i SO SOFT* postavom, naranéasta, oranzen, obi¢ajna velikost 
i aS Daliezy cantata POMaraMCTOW Ao Olid Maze WNahte: bedna Masha: Mmjecarnowics tyzysasxazeha ay plynami ae led i / i J. Failure to properly use and maintain this product could result in injury or death. : PIECE MCU Ele redovna velicina FLUIDSHIELD* 3 N95 filter za zastitu respiratornih organa i hirurska maska sa filmom za bezbedno 
i Almescata deve’Sertlizada coma parte\cor-deslaranja pata lado exterior: Nenlhunia mascara elimina por completo 0 nsco.de cantaminagao de sangiye Ou liquids compotals : M. sd aie ct hia be tag fitted, used, and maintained in accordance with MSHA, @ Respirator FLUIDSHIELD* 3 N95 s Cdsticovym filtrem a chirurgickou maskou, tésnénim Safety Seal a vlozkou SO SOFT*, @ FLUIDSHIELD* 3 N95 részecskesziiré respiratormaszk és sebészi maszk Safety Seal és SO SOFT* béléssel, narancssarga, normal méret Zaptivanje i SO SOFT* postavom, narandZasta, redovna velicina 
| Magnets protec ne talesc purate cl pattsa pore inate RICK men wel caimpestisel de conrardnateste loa esalseney corporal | N oe rai ae Bros Use only exact replacement parts in the configuration oranzovy, bézna velikost @® Respiratur bil-Filtru tal-Partikuli N95 u Maskra Kirurgika b’Sigill ta’ Sigurta FLUIDSHIELD* 3 b’Inforra SO SOFT*, Orangjo, Daqs Regolari © Hiukkassuodattimella varustettu FLUIDSHIELD* 3 N95 -hengityssuojain ja leikkausmaski - Safety Seal ja SO 
| eae er i "as specified by the manufacturer , FLUIDSHIELD* 3 kirurgmaske med N95-partikelfilter, Safety Seal og SO SOFT* foring, orange, alm. storrelse @ FLUIDSHIELD* 3 N95 stoffiltermasker en operatiemasker met Safety Seal en SO SOFT* beschermlaag, oranje, standaardmaat SOFT* -vuori, oranssi, normaalikoko 
: : OR atone i as gr Be Par ROR ee a al Product of USA ! ©. Refer to user's instructions, and/or maintenance manuals for information on use and maintenance © FLUIDSHIELD* 3 N95 TT a kirurgiline a oy Seal ja SO SOFT* voodriga, orani, tavaline a FLUIDSHIELD* 3 N95 partikkelfiltrerende pustemaske og kirurgimaske med Safety Seal og SO SOFT* foring, oransje, middels starrelse @ FLUIDSHIELD* 3 N95 partikelfiltrerande andningsskydd och kirurgiskt munskydd med Safety Seal och SO 
| eau dis aaa Pope i Ee tevie Seen : | of these respirators. oS EEE uuu ero) LUCCA NNR MCA a Oe BTUs eT Ceuta LUT Respirator z filtrem czastek stalych FLUIDSHIELD* 3 N95 i maska chirurgiczna oraz tasma uszczelniajaca Safety Seal i powtoka SO SOFT*, pomarariczowa, SU a CLA CUT UC LELC DLL e 
i ae suas da se . porcini li _ slate ne oo . . eae s iby ili telesnim tecnostima. i S. Special or critical User Instructions and/or specific use limitations apply. Refer to User Instructions SO SOFT*, moptokani, KavoviKo péyeboc AMOUNT @®) FLUIDSHIELD* 3 N95 Safety Seal SO SOFT* Astarl Toz Filtreli Solunum Cihazi ve Ameliyat Maskesi, turuncu, 
| = an : ee si arate i ae ; a aie Se a Coe oe A _ ae ee Sis Pe 23 : before donning. ES a ye Oe UM coe ORE SUIT Use ec TLS WTS TUCO gM LCLCe Ce PECORARO MERCH ERe Ree ROuRT em RO uM Un a baat FICHE MCE DELL ne & . a mae » 
| Per Eee te Sanaa se en Orange Suan tee age ashe era Tene a eager ea aD eynig ee peeyocn OpPeteaae | _ WARNING: When properly worn, FLUIDSHIELD* 3 N95 Particulate Filter Respirator and Surgical Mask WY UE CELE Se A eT 1 be a Aaa ee ee ae 
: Yiiz maskesi turuncu kismt disan gelecek sekilde takilmalidir. Hicbir maske kan veya viicut svilaninin bulasma riskini tamamen engellemez. Pa : reduces potential exposure to blood and body fluids as well as airborne microorganisms. This product @ Respirators ar FLUIDSHIELD* 3 N95 sikdalu filtru un kirurgiska maska, Safety Seal un SO SOFT* oderi, oranzs, standarta izmérs EER OMCK RUE CMS TORR In ee MIAN MMM CERES NT Rice URN a Manele LLCS BY TCL BSCR 1000) hal ie Or sie Dl Aen fe 78 
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government requirements. In the United States, employers must comply with OSHA 29 CFR 1910.134 Ene OMT EMCEE Oh UN Aa ee Ney MRT CNRS E ARS) iE Om ee ca cole 
which includes medical evaluation, training, and fit testing. Consult the facility's Respiratory Protection 20c a6 oelbeeCAte an ; eon 
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Directions for Application 









HALYARD* FLUIDSHIELD* 3 
(Gy N95 Particulate Filter Respirator and Surgical Mask 


with SO SOFT* Lining 


Directions for Application 
1. Separate the edges of the respirator to fully open it. 
2. Slightly bend the nose wire to form a gentle curve. 
3. Hold the respirator upside down to expose the two headbands. 
4. Using your index fingers and thumbs, separate the two headbands. 
5. While holding the headbands with your index fingers and thumbs, cup the respirator under your 
chin. 
6. Pull the headbands up and over your head. 
7. Release the lower headband from your thumbs and position it at the base of your neck. 
8. Position the remaining headband on the crown of your head. 
9. Conform the nose piece across the bridge of your nose by firmly pressing down with your fingers. 
10. Continue to adjust the respirator and secure the edges until you feel you have achieved a good 
acial fit. Now, perform a Fit Check. 


Fitting Instructions: 

+ Wear Orange side out. 

+ — Follow Directions for Application each time respirator is worn. 

+ — Check facial seal to assure proper fit before entering any contaminated area. 

Adjust nosepiece if there is air leakage around the nose. 

Reposition headbands to secure facial seal around edges of respirator. 
0 not enter a contaminated area if a proper fit cannot be obtained. Follow all instructions and 
warnings on the use of this respirator, obtain a proper fit, and wear during all times of exposure. 
ailure to do so will reduce respirator effectiveness and user protection, and may result in 

sickness or death. 

The HALYARD* FLUIDSHIELD* 3 N95 Particulate Filter Respirator and Surgical Masks (84-7521, 844-7523, 
84A-7518, 84A-7520) are NIOSH approved as N95 particulate filter respirators. They provide 95% filtration 
efficiency of 0.3 micron particles. They meet the CDC Guidelines for TB exposure control. 





Intended Use: 

The FLUIDSHIELD* 3 N95 Particulate Filter Respirator and Surgical Mask is intended for use by operating room 
personnel and other health care workers to protect both patients and health care workers from transfer of 
microorganisms, blood and body fluids and airborne particulate materials. 


Use Instructions: 
1. Before use, the wearer must be trained by the employer in proper respirator use in accordance 
with applicable safety and health standards. 
2. Ifthe respirator becomes damaged or breathing becomes difficult, leave the area. Discard and 
replace the respirator. 


WARNING: When properly worn, FLUIDSHIELD* 3 N95 Particulate Filter Respirator and Surgical 
Mask reduces potential exposure to blood and body fluids as well as airborne microorganisms. 
This product does not completely eliminate the risk of contracting disease or infection. 
REMINDER: Before occupational use of this respirator, a written respiratory protection program 
must be implemented meeting all the local government requirements. In the United States, 
employers must comply with OSHA 29 CFR 1910.134 which includes medical evaluation, training, 
and fit testing. Consult the facility's Respiratory Protection Program for further instruction. 


These respirators are only approved in the following configurations: 


B4A-7521 46727 76727 

ABCIMNOS 
B4A-7523 46767 76767 
BdA-7518 46827 76827 

ABCIMNOS 
B4A-7520 46867 76867 


1. PROTECTION: 





N95-Particulate Filter (95% filter efficiency level) effective against particulate aerosols free 





of oil; time use restrictions may apply. 


2. CAUTIONS AND LIMITATIONS: 

A. Not for use in atmospheres containing less than 19.5% oxygen. 

B. Not for use in atmospheres immediately dangerous to life or health. 

C. Do Not exceed maximum use concentrations established by regulatory standards. 

J. Failure to properly use and maintain this product could result in injury or death. 

M. All approved respirators shall be selected, fitted, used, and maintained in accordance with MSHA, OSHA, 
and other applicable regulations. 

N. Never substitute, modify, add, or omit parts. Use only exact replacement parts in the configuration as 
specified by the manufacturer. 

0. Refer to user's instructions, and/or maintenance manuals for information on use and maintenance of 
these respirators. 

S. Special or critical User Instructions: This respirator has been approved as a NIOSH N95 filtering facepiece 
respirator, for use in healthcare settings, as a Surgical N95 Respirator conforming to recognized standards 
for biocompatibility, flammability, and fluid resistance. 


www.halyardhealth.com 
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